[Embolization of cerebrovascular aneurysms with controlled microspirals (complications and technical problems)].
The paper summarizes five-year experience with mechanically detachable microspirals for embolization of 62 arterial aneurysms in 59 patients. The complications and technical problems associated with both the specific features of this technology and anatomic types of the structure of vessels and aneurysms are described. Methods for the prevention and treatment of these complications are proposed.